















































































































































which  inadvertently promote  the  country‐to‐country  transfer of  viruses and  their hosts and  vectors, 

























































































































































































































































































































































a) Label  the  plastic  sample  bags with  the  sample’s  identity  bar‐code  label  if  available 
otherwise, write the sample’s unique  identifier on the sample bag with a permanent 
marker.  The  internal  identification  should  follow  sequential  numbering  without 
dismissing the  lab codes or user codes provided by the client. The order must be the 















exceptions  (late arrival of  samples,  sample  size exceeds  the  laboratory’s operational 
capacity, etc.)  in which  the  sampling process  can be done  the previous day and  the 
samples stored at ‐70°C ± 5°C overnight. 
















































homogenized  extract.   Vortex  to mix well  as  indicated  above,  and  centrifuge  at 
10,000 rpm for 5 minutes to separate the phases. 
d) Process the remaining samples in the same manner. 


























































































































 **Discard  the used Washing Buffer 1  solution  in  a  clean  glass bottle,  that does not 
contain any chemical residues.  Once the bottle is full, label it with the date and store in 



























a) Using blunt‐end  forceps, place  the dry membrane  in  the cassette  (work with great care, 
always wearing gloves: remember that the membrane is radioactive).  
 Attach the corners with tape to avoid sliding.  

































shows  faint  spots of  the  same  intensity along  the entire  film.  In  this  case,  the  test must be 
repeated. 
HQU ‐ Nucleic Acid Spot Hybridization (NASH) for the detection of PSTVD, PVT and PYVV CIP‐SOP020   •   ISO/IEC 17025 Accreditation
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